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FOREWORD 


The  work  reported  herein  was  performed  in  support  of  Project  7159 
entitled,  "Health  Hazards  of  Air  Force  Materials,"  -  Task  71803*  which  is 
administered  by  the  Aero  Medical  Laboratory,  Wright  Air  Development  Center, 
Wright-Ratterson  Air  Force  Base,  Ohio.  The  author,  Major  Jack  Mayor,  USAF 
(MSC),  developed  the  test  procedure  and  directed  the  application  of  the 
test.  Lieutenant  Colonel  Fred  E.  Koldrege,  USAF,  and  the  authors  of  the 
appendix,  Lieutenant  Richard  L.  Deininger,  USAF  (MSC)  and  Mr.  Tames  Smithson, 
guided  the  statistical  studies.  Dr.  George  Kitzes  contributed  technical  as¬ 
sistance.  Mr.  Roscoe  Logsdon  of  the  Technical  Photographic  Division,  Wright 
Air  Development  Center,  prepared  the  standard  diffusion  reaction  chart  in 
color.  The  clinical  and  pathological  laboratory  technical  personnel  of  the 
Wright-Ratterson  Air  Force  Base  Hospital  cooperated  with  the  practical  ap¬ 
plication  of  the  proposed  test.  The  initial  research  was  started  in  Novem¬ 
ber  1954  and  evaluation  of  the  test  was  completed  in  January  195&* 


WADC  TR  56-143 


ABSTRACT 


A  simple  diffusion  technique  is  presented  for  the  determi¬ 
nation  of  carbon  monoxide  in  blood*  Statistical  evaluation  of  the 
data  derived  from  quantitative  estimation  of  the  carboxyhemoglobin 
by  matching  the  unknown  reaction  with  a  standard  chart  proves  the 
definite  reliability  of  this  procedure. 


PUBLICATION  REVIEW 

This  report  has  been  reviewed  and  is  approved. 
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(LuA  •*«■--  » 

JXCK  BOLLERUD 
Colonel,  USA.F  (MC) 

Chief*  Aero  Medical  Laboratory 
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XMTRGDUCTXON 


An  Air  Fore*  requirement  exist s  for  *  simple,  available,  and  immediately 
adaptable  technique  for  the  screening  of  blood  samples  relative  to  eoneentrations 
of  carbon  monoxide.  Questionable  results  are  sometimes  produced  by  untrained 
personnel  using  the  Van  Slyke  manometrie  or  volumetric  techniques  (1,2,3).  Chinn 
reviewed  other  weaknesses  of  techniques  in  his  recent  article  on  a  carbon  mon¬ 
oxide  determination  (4). 

The  method  presented  in  this  paper  is,  in  part,  the  procedure  of  Gray  and 
Sandiford  employing  the  diffusion  technique  in  a  Conway  microdiffusion  unit  (5*6). 

A  small  blood  sample  placed  in  the  outer  chamber  of  the  unit  is  the  source  of  the 
carbon  monoxide  released  by  a  weak  acid.  The  gas  reacts  with  a  palladium  chloride 
solution  in  the  inner  chamber  (fig.  1).  Metallic  palladium  forms,  and  bears  a 
quantitative  relationship  to  the  amount  of  carbon  monoxide  reacting  with  the  palla¬ 
dium  chloride  solution.  Gray  and  Sandiford  determined  the  carbon  monoxide  in  the 
blood  sample  by  a  spectrophotcmetric  method  applied  to  the  residual  palladium 
chloride  solution.  This  method,  apparently,  has  not  received  wide  attention  in 
the  literature  although  the  actual  diffusion  reaction  is  very  simple.  Accordingly, 
this  paper  will  show  this  diffusion  reaction  as  a  very  practical  means  for  the 
estimation  of  carboxyhemoglobin,  since  the  palladium  mirror  bears  a  visible  rela¬ 
tionship  to  the  amount  of  carbon  monoxide  in  the  blood  sample.  The  percentage 
carboxyhemoglobin  can  then  be  estimated  by  matching  the  visible  density  of  the  un¬ 
known  palladium  mirror  with  one  of  the  densities  on  a  standard  chart  (frontispiece). 
A  statistical  evaluation  demonstrated  the  practical  utility  of  this  approach.  Ap¬ 
parently,  the  original  spectrophotometric  method  has  not  been  accepted  by  clinical 
laboratories,  but  the  currently  described  modification  using  the  inexpensive,  com¬ 
mercially  available  palladium  chloride  and  unit,  might  attract  clinical  laboratory 
personnel . 


Figure  1.  Conway  Type  Diffusion  Unit,  Micro 
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MATERIALS  AND  METHODS 


Apparatus  Required 

1.  Diffusion  unit,  micro,  Conway  type,  Coors  USA  porcelain,  68  ran  dia¬ 
meter  x  15  mm  high,  3  oz  i n  weight.* 

2.  Cover  glass  for  unit.* 

3.  Pipette,  1.00  ml,  blood. 

4.  Chart,  standard  showing  palladium  deposits  relative  to  carboxyhemo- 
globin  percentages. 

Reagents  Required 

1.  Palladium  chloride,  1  gram  dry,  purified.** 

Preparation  of  reagent:  0.5  gram  of  the  palladium  chloride  is 
dissolved  by  heating  23  ml  of  0.1  N  hydrochloric  acid.  After 
cooling,  the  solution  is  made  up  to  5°0  ml  with  distilled  water  (6) 
There  is  no  evidence  of  decomposition  at  room  temperature  of  this 
palladium  chloride  acid  solution.  Accordingly,  a  1  gram  bottle 
could  permit  over  300  determinations. 

2.  Phosphoric  acid,  4  normal. 

3.  Distilled  water. 

4.  Vaseline  or  stopcock  grease. 

Methods  of  Analysis 

1.  The  diffusion  reaction: 

PdCl2  +  CO  +  H20  =  Pd  ♦  2HCL  +  C02 

a.  Place  a  thin  ring  of  vaseline  on  the  rim  of  the  unit. 

b.  Transfer  3  “1  of  the  palladium  chloride  solution  to  the 
inner  chamber. 

c.  Measure  1.00  ml  of  anticoagulated  blood  into  the  outer 
chamber.  Add  about  2  ml  of  distilled  water  to  the  blood 
and  mix  gently  by  rocking  the  unit. 

d.  Carefully  place  the  glass  lid  on  the  unit  leaving  a  space 
open  between  the  plate  and  the  unit. 


*  This  unit  with  glass  cover  can  be  purchased  from  Arthur  H.  Thomas  Co.,  Phila 
delphia,  Pennsylvania,  Catalog  1950  ed.  lists  the  unit  as  $1.97  ea. 

**  This  reagent  can  be  purchased  from  Fischer  Scientific  Co.,  New  York,  N.  Y., 
at  $1.35  per  gram. 
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e.  Quickly  introduce  about  0.3  ml  of  the  4  N  phosphoric  acid 
into  the  haoolyzed  blood  in  the  outer  chamber  and  cover 
the  entire  unit. 

f .  Gently  rock  the  entire  covered  assembly  so  that  the  acid 
mixes  with  the  blood.  A  darkening  of  the  blood  occurs 
when  this  condition  is  established. 

g.  Permit  the  unit  to  stand  for  a  period  not  less  than  one 
hour,  rocking  carefully  at  selected  intervals. 

h.  CAUTION:  Do  not  allow  any  mixture  of  contents  of  the 
outer  and  inner  chambers.  If  this  occurs  —  start  over. 

During  the  hour,  the  surface  of  the  yellow  palladium  chloride  solution  darkens, 
and  a  silvery  deposit  forms.  It  will  vary  in  density  depending  on  the  volume  of 
carbon  monoxide  present.  As  the  metallic  reaction  increases,  the  yellow  color  of 
the  background  palladium  chloride  decreases.  Of  course,  absense  of  carbon  monoxide 
results  in  the  yellow  solution  remaining  unchanged. 

i.  After  one  hour,  remove  the  glass  cover  and  compare  the  grey 
to  silvery  deposit  of  metallic  palladium  on  the  surface  of 
the  residual  yellow  palladium  chloride  solution  with  the 
standard  chart  in  color  (frontispiece).  Read  the  percent 
carboxyhemoglobin. from  the  scale  consisting  of  0,  5,  10,  20, 

30  and  40%  carboxyhemoglobin. 

The  standard  chart  in  color  is  an  artist's  conception  of  a 
series  of  diffusion  units  containing  deposits  of  metallic 
palladium  related  to  percentages  of  carboxyhemoglobin. 

2.  A  statistical  evaluation  of  the  diffusion  reaction  for  the  estimation 
of  the  percentage  carboxyhemoglobin: 

While  the  validity  of  the  chemical  reaction  has  been  established 
by  others  (3. 6,7.8),  the  question  of  reliability  of  the  proposed 
test  had  to  be  answered  since  human  judgnents  are  subject  to  error. 

It  was  also  necessary  to  establish  the  fact  that  technicians, 
relatively  untrained,  could  reliably  perform  the  reaction  and  make 
the  judgment  of  percentage  carboxyhemoglobin  as  well. 

The  statistical  evaluation  consisted  of  three  phases,  namely: 

Phase  I  -  All  diffusion  reactions  were  done  by  the  author.  Forty  military  and 
civilian  employees  of  the  Aero  Medical  Laboratory,  possessing  widely  varied  back- 
grounds,  estimated  percentages  carboxyhemoglobin  from  1  through  40#  using  the  stan¬ 
dard  chart.  Each  judge  rated  four  samples,  and  each  sample  was  rated  by  four 
judges.  Although  160  judgments  were  to  be  obtained  in  this  phase,  153  were  actually 
made.  The  seven  ratings  that  were  lost,  however,  in  no  way  influenced  the  experi¬ 
ment. 


In  this  series  of  blood  samples,  all  percentages  were  established  from  an  ana¬ 
lyzed  initial  volume  of  blood  containing  8056  carboxyhemoglobin.  This  was  analyzed 
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by  the  Tan  Slyke  volumetric  technique  (3).  Tor  this  experimental  study  samples  of 
blood  consisting  of  the  appropriate  relative  fraction  of  a  milliliter  were  used 
for  each  percentage.  For  example,  a  40%  sample  consisted  of  0*5  ml  of  the  80JC 
stock  blood,  and  this  was  introduced  into  the  dish. 

?b*se  II  -  Again,  all  diffusion  reactions  were  done  by  the  author,  but  in  this 
case,  the  tests  were  conducted  at  the  clinical  and  pathological  laboratories  of  the 
vright»Batterson  Air  Force  Base  Hospital.  The  judges  in  this  phase  consisted  of  a 
group  of  10  clinical  add  pathological  laboratory  personnel.  In  addition,  the  blood 
samples  were  not  prepared  blood  with  earbon  monoxide.  Instead,  the  samples  consisted 
of  clinically  obtained  blood  ranging  from  0  to  35%.  The  10  judges  rated  each  of  the 
following  samples  of  blood  t 

1.  A  normal  nonsmoker's  blood  ( 0*% ); 

2.  A  normal  heavy  smoker's  blood  (8%); 

3.  An  autopsy  blood  sample  from  a  fatal  case  of  carbon  monoxide  poison¬ 
ing  (sample  diluted  5%'  final  concentration  35%) » 

4.  A  sample  of  the  autopsy  blood  diluted  to  18%  (representing  a  level 
possibly  encountered  in  motor  vehicle  garages). 

The  second  phase  should  give  information  concerning  the  ability  of  technicians 
to  estimate  percentages  carboxyhemoglobin  in  actual  clinical  samples. 

Van  Slyke  analyses  of  each  sample  were  performed  to  establish  the  concentration. 
One  ml  of  blood  was  used  in  each  test. 

Phase  III  -  The  third  and  final  experiment  investigated  the  ability  of  clinical 
laboratory  personnel  to  perform  the  reactions  and  then  to  estimate  the  percentages 
carboxyhemoglobin  in  four  samples  of  blood.  In  this  statistical  evaluation,  two 
4x4  Latin  Square  designs  were  employed  with  eight  persons  serving  as  the  subjects 
(9,10,11). 

The  four  saturations  planned  included  1.6,  3*0,  10. 5  and  24*8%.  Each  sample 
was  placed  in  a  test  tube  and  identified  by  a  code  number,  one  digit  indicating  the 
subject  and  another  digit  indicating  whether  the  sample  was  to  be  used  first,  second, 
third,  or  fourth.  A  total  of  32  analyses  were  done.  Each  saturation  was  reacted  and 
judged  once  by  each  judge  but  at  different  periods. 

The  phases  will  provide  the  following  information: 

1.  The  standard  deviation  of  the  variable  errors  in  rating; 

2.  The  reliability  of  the  ratings; 

3.  The  number  of  usable  categories  in  the  ratings. 

These  are  statistical  indices  describing  the  adequacy  of  the  test  (10,11). 
Because  these  indices  were  used,  the  data  in  each  phase  had  to  be  gathered  systemati¬ 
cally  according  to  a  particular  experimental  design.  The  three  experimental  designs 
referred  to  in  this  report  are  frequently  used  in  agricultural,  biological,  and  psy¬ 
chological  research  (9). 
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TABLE  I 


COMPARATIVE  RATINGS  BY  PHASES 


PERCENT  SATURATION 

PHASE  I* 

Average  rating 

PHASE  II** 

Average  rating 

PHASE  III*** 
Average  rating 

None  Found 

1.4 

I.38 

1 

1.30 

2 

2.30 

3 

2.75 

4.00 

4 

2.73 

5 

8.23 

6 

4-73 

7 

7.30 

8 

6.2 5 

6.6 

9 

9.73 

10 

13-25 

10.5 

12.8 

11 

9.75 

12 

13.30 

13 

13.73 

14 

13.00 

13 

12.99 

16 

18. 65 

17 

20.13 

18 

17.00 

16.8 

19 

17.50 

20 

21 

22.00 

22 

18.00 

23 

22.75 

24 

22.00 

24.8 

— — 

25.1 

25 

25.75 

26 

23.50 

27 

21.75 

28 

29.75 

29 

27.00 

30 

26.00 

31 

25.50 

32 

28.75 

33 

30.00 

34 

30.50 

35 

29.50 

33.0 

36 

33.00 

37 

35.00 

36 

35.50 

39 

37.25 

40 

36.75 

*  Average  of  3  or  4  ratings 

*•  Average  of  10  ratings 

•••  Average  of  6  ratings 
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RBOLTS 


Agreement  of  average  rating*  with  trua  parcant  oarbon  monozlda  blood  satura- 
tiona  la  raflaotad  in  tabla  I  (p.  5)»  Generally,  overrating  was  obaarrad  in  tha 
lovar  concentration*  wharaaa  underrating  ia  found  for  the  higher  concentration*. 

Tabla  II  conaidara  data  more  deecriptire  of  tha  adequacy  of  tha  teat  and 
ratinge.  Attention  ia  directed  to  tha  atandard  deviation*  lietad  in  tha  firat 
row  of  tabla  II  bacauae  thaaa  are  measures  of  tha  variable  errors  in  the  ratings. 
Such  evaluations  are  frequently  discussed  in  the  precision  techniques  in  analyti- 
cal  chemistry.  Essentially,  the  greater  the  standard  deviation,  the  greater  the 
errors  in  the  ratings.  Thus,  the  errors  in  Phase  I  are  slightly  greater  than 
those  in  Phase  II.  and  the  variable  errors  in  Phase  II  are  about  twice  those  in 
Phase  III. 


TABLE  II 

STATISTICAL  CHARACTERISTICS  OF  THE  THREE  PHASES 

PHASE  I 

PHASE  II 

Standard  Deviation 
in  Percent 
Saturation* 

3-18 

3.16 

1.80 

Reliability 

Coefficient 

0.92 

0.95 

0.97 

Number  of 

Usable  Categories 

3.46 

4.51 

6.03 

*  The  standard  deviation  is  interpreted  as  follows:  60 %  of  the  ratings  will 
fall  in  the  interval  defined  by  the  true  percent  saturation  plus  and  minus 
the  standard  deviation.  Also,  95*  of  the  ratings  will  fall  in  the  interval 
defined  by  the  true  percent  saturation  plus  or  minus  1*96  times  the  standard 
deviation. 

The  reliability  coefficient  measures  the  degree  to  which  the  ratings  are  in¬ 
fluenced  by  the  true  carbon  monoxide  saturation  rather  than  by  errors.  This  co¬ 
efficient  ranges  from  zero  to  unity,  1.00.  In  practice,  values  from  0.9  to  1.00 
are  considered  very  good.  Results  of  the  three  Phases,  therefore,  point  with  em¬ 
phasis  to  the  proposed  diffusion  test  for  carbon  monoxide  in  blood  as  highly 
acceptable. 

Usable  categories  convey  the  extent  of  information  gained  from  the  ratings. 
That  is,  it  becomes  a  measure  of  the  distinctions  a  Judge  can  make  when  estimating 
concentrations  of  carboxyhemoglobin.  Ability  to  consistently  distinguish  between 
the  nonsmoker,  smoker  and  sublethal  concentrations,  indicates  usable  categories. 


WADC  TR  56-143 


6 


Usable  categories  also  increase  ia  number  from  Phase  I  through  Phase  III.  This 
means  that  finer  distinctions  are  made  in  Phases  II  and  III  than  in  Riase  I. 
While  a  mathematical  relationship  ties  the  three  statistical  indices*  each  one 
presents  a  somewhat  different  picture  of  the  results. 


DISCUSSION 


The  diffusion  reaction  for  the  quantitative  determination  of  carbon  monoxide 
in  blood  by  visual  comparison  has  been  justified  through  statistical  experimenta¬ 
tion  and  analysis.  This  study  revealed  all  judgments  were  little  influenced  by 
the  type  of  judge  or  the  type  of  blood  sample.  Equal  accuracy  was  noted  when  the 
judges  were  at  least  average  in  intelligence  and  acquainted  somewhat  with  labora¬ 
tory  procedures.  The  ratings  are  considered  very  reliable  since  the  coefficients 
of  reliability  are  near  the  1.00  maximum. 

Establishment  of  usable  categories  clearly  revealed  the  ability  of  judges 
generally  to  distinguish  at  least  between  the  bloods  of: 

1.  Nonsmoker; 

2.  Heavy  smoker; 

3.  Sublethal  carbon  monoxide  poisoned  individual; 

4-  Fatally  poisoned  individual. 

This  characteristic  is  of  definite  value  for  Air  Force  clinical  cases. 

Experimental  data  revealed  little  training  was  needed  in  the  performance  of 
the  proposed  technique.  This  feature  and  the  sole  accurate  measurement  of  1.00  ml 
(blood)  proved  a  definite  attraction  to  the  Wright-Ratterson  Air  Force  Base  Hos¬ 
pital  clinical  laboratory  personnel.  Economy  of  investment  in  the  commercially 
available  palladium  chloride  and  diffusion  unit  are  advantages  to  consider. 

Attention  to  the  percentages  on  the  standard  chart  will  show  a  maximum  read¬ 
ing  of  40*  This,  of  course,  does  not  infer  that  the  highest  level  to  be  measured 
with  this  chart  is  4<%.  In  the  event  the  reaction  is  equal  or  perhaps  heavier  in 
palladium  density  than  the  1\Q%  reaction,  rerunning  the  blood  sample  with  0.5  ml  or 
any  accurate  fraction  of  a  ml  will  result  in  the  final  percent  when  the  reading  of 
the  fraction  ml  is  properly  multiplied.  For  example,  an  autopsy  sample  of  blood 
was  used  in  one  of  the  experiments.  However,  the  final  concentration  of  carboxy- 
hemoglobin  was  70%.  Rerunning  the  sample  with  0*5  ml  gave  a  reaction  that  was 
declared  35%.  This  figure  multiplied  by  2  resulted  in  the  70%  concentration. 

Identification  of  carboxyhemoglobin  qualitatively  is  important  regardless  of 
the  quantitative  method  used  subsequently.  The  diffusion  reaction  is  specific 
from  a  practical  point  of  view.  While  hydrogen  sulfide  will  reduce  palladium 
chloride  to  the  metal,  this  is  deemed  very  improbable  when  investigating  the  car¬ 
bon  monoxide  level  in  blood.  The  proposed  method,  therefore,  could  be  used  where - 
ever  screening  of  blood  samples  is  desired.  Formation  of  the  palladium  metal  is 
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in  effect,  qualitative  evidence  of  the  carbon  monoxide .  for  example,  whan  tha 
raaction  la  interpreted  aa  that  of  a  nonsmoker  or  haavy  smoker,  carta inly  no 
further  axamlnation  of  tha  blood  for  oarbon  monoxida  ia  nacaaaary. 

If  a  Tan  Slyke  apparatus  ia  available,  and  tha  analyst  performs  this  tech¬ 
nique.  simultaneous  operation  of  tha  diffusion  raaction  would  verify  results  or 
detect  error.  This  type  of  check  analysis  might  find  use  in  medicolegal  con¬ 
siderations.  However,  the  statistical  evidence  presented  for  the  diffusion  reac¬ 
tion  and  the  estimation  of  percentage  carboxyhamoglobin  reveals  that  this  tech¬ 
nique  stands  alone  on  its  own  msrit.  This  infers  that  dependence  on  the  Tan 
Slyke  should  be  unnecessary  for  most  clinical  experiences. 
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AIRND2X 

STATISTICAL  S7AL0ATICN  07  THE  PAI1ADIUM  PRECIPITATION  TEST  OF  THE 
PERCDff  CARBON  MONOXIDE  SATURATION  IN  BLOOD 


Richard  L.  Deininger,  2 At,  USAF  (MSC) 
Janas  E.  Smithson 


The  palladium  precipitation  teat  appears  veil-suited  to  the  problems  posed 
by  potential  carbon  monoxide  poisoning.  On  the  other  hand,  the  fact  that  human 
judgments  are  involved  raises  the  question  about  the  reliability  of  the  test, 
liman  judgments  are  subject  to  error,  and  the  question  is  whether  these  errors 
are  so  large  as  to  make  the  test  practically  useless.  Second,  there  is  the  ques¬ 
tion  whether  the  relatively  untrained  technicians  who  would  use  the  test  in  the 
field  could  reliably  perform  the  reaction  and  make  the  judgnent  although  both  are 
apparently  simple. 

The  reliability  of  the  test  is  intimately  connected  with  its  usefulness. 

If  the  test  is  not  reliable,  then  the  technician  cannot  consistently  separate  the 
normal  blood  from  the  poisoned  blood.  However,  if  the  test  is  reliable,  it  might 
be  possible  to  distinguish  a  normal  nonsmoker  from  a  normal  smoker  and  both  of 
these  from  the  slightly  poisoned  individual.  Questions  concerning  the  reliability 
of  the  test  must  be  answered  empirically  through  the  scientific  application  of  ex¬ 
perimental  and  statistical  techniques. 


PROBLiM 


Such  scientific  techniques  were  applied  to  the  palladium  precipitation  test 
and  the  results  of  the  statistical  evaluation  and  the  experiments  by  which  it  was 
accomplished  are  discussed.  Four  questions  are  answered.  First,  how  reliable 
are  the  judgments  alone?  Second,  how  many  usable  categories  are  there  in  the  judg¬ 
ments?  Third,  what  sort  of  differences  exist  between  judgnents?  Fourth,  is  the 
judgment  per  se  or  the  combination  of  the  performance  of  the  reaction  and  the  judg¬ 
ment  more  subject  to  error  and  unreliability? 


THE  METHOD  OF  ANALYSIS 


Perhaps  the  most  important  characteristic  of  ratings  is  that  they  are  dis¬ 
tributed  over  a  range  of  possible  values.  Many  factors  are  responsible  for  the 
variation  typical  of  a  set  of  judgnents.  Undoubtedly  the  true  saturations  of  the 
blood  in  the  reacted  samples  is  responsible  for  part  of  the  variation.  Other  vari¬ 
ation  might  be  attributable  to  the  judges  themselves,  to  the  state  of  the  blood,  or 
to  the  precision  of  the  analysis  reaction. 
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In  determining  the  reliability,  the  total  variation  of  the  ratings  or  judgments 
is  separated  into  two  or  more  parts.  First,  the  variation  attributable  to  the  true 
saturations  is  always  separated.  Second,  there  is  always  some  variation  that  is  at¬ 
tributable  to  error.  In  addition,  the  variation  due  to  one  or  more  additional  fac¬ 
tors  (such  as  the  judges)  may  be  isolated.  The  important  point  is  as  follows:  when 
one  of  these  additional  components  is  systematically  analyzed  from  the  ratings,  it  is 
no  longer  part  of  the  error.  Conversely,  if  one  of  these  factors  is  randomized 
throughout  the  ratings,  then  it  is  included  in  the  error  term. 

The  procedures  for  systematically  collecting  the  ratings  are  called  experimental 
designs  (1),  and  have  been  developed  to  a  high  degree  both  in  theory  and  practice. 

The  methods  for  analyzing  these  ratings  and  for  estimating  the  variability  attribut¬ 
able  to  the  various  factors  come  under  the  topic  of  the  analysis  of  variance  (4)*  end 
the  reliability  of  the  ratings  may  be  estimated  by  using  an  elementary  form  of  the 
analysis  of  variance.  The  procedure  for  estimating  the  reliability  has  been  discussed 
by  Ebel  (3),  and  will  be  abstracted  here. 

In  the  sinqplest  case,  the  total  variance  of  the  ratings  is  separated  into  one 
component  due  to  the  true  saturations,  and  another  due  to  errors.  That  is: 

Var(r)  =  Var(t)  ♦  Var(e)  (1) 

where  Var(r)  is  the  total  variance,  Var(t)  that  due  to  the  saturations,  and  7ar(e) 
that  attributable  to  errors.  If  the  variance  due  to  differences  between  judges, 
Var(j),  is  systematically  removed,  then  we  write: 

Var(r)  =  Var(t)  ♦  Var(j)  ♦  7ar(e' )  (2) 

where  Yar(r)  and  Var(t)  are  the  same  as  before,  but  where  Var(e')  is  less  than  7ar(e) 
if  there  are  any  true  differences  between  the  judges. 

The  ratings  are  reliable  to  the  extent  that  the  variance  attributable  to  the  true 
saturations  exceeds  that  due  to  random  errors  (3).  The  reliability  coefficient,  r,  is 
the  index  coomonly  used  to  express  this  relation  and  is  defined  as: 

Var(t) 

r  ”  Yar(t)  ♦  7ar(e) 

If  additional  canponenta  of  the  total  variance  are  isolated,  then  7ar(e')  is  used  in 
formula  3  rather  than  Yar(e).  When  the  variation  of  the  ratings  depends  only  on  the 
true  saturations,  then: 


Yar(e)  =  0 


and 


r  *  Var(t)/7ar(t)  =  1,00 

However,  if  the  variance  of  the  ratings  is  attributable  to  errors  alone,  then: 

Var(t)  -  0 


and 


r  *  0/7ar(e)  •  0.00 
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Thus,  the  reliability  coefficient  behaves  as  an  index  of  efficiency  where  the  error 
variance  is  viewed  aa  lost  or  wasted. 

The  next  -question  is  whether  it  is  possible  to  distinguish  between  40  different 
carbon  monoxide  saturations  (varying  only  slightly),  or  whether  only  two  or  so,  broad 
saturations  can  be  determined.  To  estimate  the  number  of  usable  categories  in  the 
ratings,  the  mathematical  theory  of  communication  (5)  is  applied.  According  to  this 
theory,  the  usable  information  is  called  the  information  transmitted  (It)»  and  is 
equal  to  the  logarithm  to  the  base  two  cf  the  number  of  usable  categories,  N< 

It  =  log2  N  (4) 

The  rationale  for  selecting  this  particular  function  is  explained  in  the  original 
report  of  the  theory  (5,  p.  3)* 

Actually,  the  judgments  under  discussion  need  not  fall  into  precise  categories, 
for  the  ratings  could  cover  an  infinitely  large  number  of  values.  In  a  case  such 
as  this,  the  information  transmitted  can  still  be  calculated.  However,  the  number 
of  usable  categories  becomes  an  abstraction  so  that  the  discussion  is  in  terms  of  a 
number  that  is  functionally  equivalent  to  N  usable,  discrete  categories. 

The  ratings  have  a  given  variance,  Var(r),  and  from  this  variance,  a  maximum 
potential  amount  of  information  transmitted,  H(r),  is  calculated  as  follows: 

H(r)  =  1/2  log2  C 2ITe  Var(r)}  (5) 

Because  of  random  errors,  all  this  potential  information  is  not  transmitted;  and  the 
actual  information  transmitted  is  less  than  the  maximum  by  the  equivocation  or  am¬ 
biguity  due  to  the  errors.  The  variance  attributable  to  the  errors  is  known  and 
equals  Var(e).  For  this  given  variance  the  maximum  information  lost  due  to  errors 
will  be : 


H^r)  =  1/2  log2  C2 TTe  Var(e)3  (6) 

Thus,  a  conservative  estimate  of  the  maximum  information  transmitted  would  be  the 
difference  between  these  two  values,  or: 


It  =  H(r)  -  Ht(r) 


(2) 


It  =  log2 


Var(t) 


1/2 


Var(e) 


(8) 


By  virtue  of  equation  the  equivalent  number  of  usable  categories  may  be  intro¬ 
duced  into  equation  8  in  place  of  It.  Taking  the  antilogarithm  of  both  sides  of  the 
equation  produced  by  this  substitution,  the  number  of  usable  categories  is  equal  to« 


Var(t)  I  1/2 
Var(e) J 


(2) 


The  number  of  usable  categories  and  the  reliability  coefficient  are  related  to  one 
another,  as  would  be  expected.  The  exact  relation  is: 

N  =  1/(1  -  r)1/2 
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The  fioel  step  is  to  estimate  the  variance  found  in  equations  2  *nd  ±.  These 
estimates  are  obtained  by  subjecting  a  set  of  ratings  to  an  analysis  of  variance* 
that  in  turn  produces  a  series  of  mean  squares  (one  for  each  variance  component) 
from  which  the  variances  are  estimated.  The  reliability  coefficient  or  the  number 
of  usable  categories  could  be  calculated  by  estimating  the  variances  from  the  mean 
squares  and  then  substituting  these  estimates  into  the  proper  formulas.  However* 
it  is  simpler  to  express  formulas  5  and  2  terms  of  the  proper  mean  square  values. 

An  analysis  of  variance  produces  one  mean  square  for  the  errors*  or  Me*,  and 
at  least  a  second  mean  square  for  the  true  saturations*  M$.  Either  of  the  error 
mean  squares  is  a  direct  estimate  of  the  error  variance;  however*  the  saturations 
mean  square  contains  the  variance  due  to  the  saturations  plus  a  certain  amount  of 
the  error  variance.  Thus*  formulas  2  and  2  appear  more  complicated  when  expressed 
in  terms  of  the  mean  squares! 


Mt  -  M 


r  = 


N  = 


%  ♦  (k  -  l)Me 


1  ♦ 


Mt  ♦  Me 

kMe 


1/2 


(10) 

(11) 


In  the  above  formulas. 
It  is  not  necessary  in 
samples  rated.  In  the 
sample,  kQ  is  used: 


k  is  the  number  of  ratings  obtained  for  each  reacted  sample, 
every  case  that  k  be  the  same  for  each  of  the  n  reacted 
event  that  k  can  and  does  vary  from  reacted  sample  to  reacted 


1 

k°  =  (n  -  1) 


£k  ♦ 


£kf 


(12) 


Formulas  10  and  li  may  be  used  with  the  more  complicated  analyses  of  variance  by 
substituting  M^i  for  Me. 


EXPERIMENT  1 
(Phase  I) 

The  palladium  precipitation  test  can  be  separated  into  two  phases:  (1)  the  per¬ 
formance  of  the  reaction  using  a  particular  sample  of  blood;  and  (2)  the  judgment  of 
the  resulting  reacted  sample.  The  first  study  dealt  with  the  second  step,  judgments 
of  the  reacted  samples.  If  the  judgments  proved  reliable  enough,  a  subsequent  study 
would  have  the  technician  do  both  steps  in  order  to  evaluate  the  entire  production. 

This  initial  experiment  involved  the  40  integral  percents  saturation  from  1  to 
40%.  Forty  judges  with  widely  varied  backgrounds  made  the  judgments  in  this  experi¬ 
ment.  The  experimental  design  had  each  judge  rate  four  samples  and  each  sample 
rated  by  four  judges.  However,  no  judge  rated  all  40  samples,  but  rather  a  single 
set  of  four.  No  judge  rated  a  set  that  no  other  Judge  saw,  and  some  judges  never 
rated  samples  that  some  other  judges  saw. 
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The  40  saturation*  were  randomly  arranged  into  a  sequence  of  40  numbers  that 
in  turn  was  divided  into  10  parts,  each  containing  four  saturations.  Then,  in 
order  of  appearance,  four  judges  rated  the  four  samples  in  one  and  only  one  of 
these  sets.  When  a  set  had  bean  rated  by  four  judges,  it  was  discarded  and  a  new 
set  of  four  samples  was  reacted  and  used. 

The  experimenter  carried  out  all  the  reactions.  Highly  saturated  transfusion 
blood  was  used  in  differing  volumes  in  order  to  produce  the  40  different  apparent 
saturations.  The  actual  saturation  of  the  transfusion  blood  was  determined  by  the 
Van  Slyke  volumetric  method,  but  with  the  exception  of  this  test  no  further  Van 
Slyke  determinations  were  made. 

The  40  judges  were  military  and  civilian  employees  of  the  Aero  Medical  Labora¬ 
tory,  Wright  Air  Development  Center,  whose  occupations  covered  a  wide  range  (cleri¬ 
cal,  administrative,  medical,  psychological,  and  so  forth). 

The  experimenter  worked  with  one  judge  at  a  time,  and  the  judge  rated  one  sample 
at  a  time  by  comparing  it  with  the  chart  of  standards.  This  chart  consisted  of  six 
artist's  representations  of  similar  reacted  samples  placed  at  the  0,  5*  10,  20,  30 
and  40%  marks  along  a  scale  ranging  from  0  to  40. 

In  general,  the  design  and  analysis  of  the  experiment  were  such  that  random 
errors  in  the  dilution  of  the  blood  and  the  performance  of  the  reaction  would  lead 
to  low  reliability  in  the  ratings.  Also,  the  analysis  did  not  require  the  same 
number  of  ratings  of  each  sample,  nor  that  ratings  be  obtained  for  all  40  samples. 
Thus. the  seven  ratings  lost  during  the  experiment  did  not  damage  the  results.  The 
four  ratings  of  the  20%  saturation  were  lost,  as  were  one  rating  from  each  of  three 
other  percents  saturation  (15.  16  and  17%)* 

Results 

The  simple  analysis  of  variance  produced  two  components  (see  Table  A).  The 
mean  square  attributable  to  the  saturations  was  44  times  as  large  as  that  due  to 
errors.  From  this  it  is  concluded  that  the  saturations  have  a  larger  effect  on  the 
ratings  than  errors. 

Because  the  mean  square  due  to  saturations  so  overshadowed  that  due  to  errors, 
the  reliability  was  very  high.  The  value  of  the  coefficient  was  O.92,  which  is  ex¬ 
ceptionally  good  and  very  near  the  maximum  of  1.00.  to  calculate  the  value,  the  two 
mean  squares  contained  in  Table  A  and  the  average  number  of  ratings  for  each  sample 
calculated  from  formula  12  were  substituted  into  equation  10. 

The  informational  analysis  reveals  that  there  were  nearly  four  usable  categories 
in  the  ratings.  The  exact  value,  3»4&»  was  estimated  by  substituting  the  two  mean 
squares  in  Table  A  and  the  average  number  of  ratings  per  sample  into  equation  11. 

In  addition  to  being  reliable,  the  average  rating  of  each  sample  appeared  fairly 
accurate.  The  average  scattered  about  the  45°  line  indicating  perfect  accuracy,  ex¬ 
cept  at  the  higher  saturations  where  there  was  a  definite  tendency  to  underestimate 
the  saturations  and  at  the  lower  saturations  where  some  overestimation  occurred.  The 
ratings  appeared  more  variable  as  the  true  percent  saturation  and  the  average  rating 
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TABLE  A 

A  SOMORY  OF  THE  ANALYSIS  OF  VARIANCE 
USING  THE  RATINGS  OBTAINED  IN  EXPERIMENT  1 


SDM  OF  SQUARES 

liiiiiiiiiiil 

F  RATIO 

Percent  CO 
Saturation 

16  894 

38 

444*6 

44 

Error 

1  152 

114 

10.1 

Total 

19  046 

152 

*  Note:  This 

is  an  abbreviation 

for  degrees 

of  freedom. 

The  mean 

square  is  the  quotient  of  the  sum  of  squares  divided  by 
the  degrees  of  freedom. 


increased.  A  finer  analysis  suggested  either  (1)  the  variance  increases  linear¬ 
ly  with  the  mean  rating,  or  (2)  the  square  root  of  the  variance  increases  linearly 
with  the  mean  rating.  However, this  tendency  was  not  consistent.  Statistically, 
we  cannot  reject  the  hypothesis  that  the  variances  corresponding  to  each  of  the  39 
saturations  are  from  the  same  population.  It  is  important  to  answer  this  question, 
since  the  power  of  the  analytic  techniques  applied  to  these  ratings  is  reduced  by 
true  differences  between  the  variances. 

Conclusions 

The  judgnents  are  highly  reliable  even  though  differences  between  judges 
should  lower  the  error  term  and  increase  the  reliability.  Similarly,  removing 
such  differences  should  increase  the  number  of  usable  categories  in  the  ratings 
above  the  three  or  four  now  apparent.  The  possible  relation  between  the  average 
rating  and  the  variance  of  the  rating  warrants  further  study. 


EXPERIMENT  2 
(Phase  II) 

The  second  experiment  concerned  judgments  made  under  more  nearly  operational 
conditions.  Although  the  initial  study  was  very  helpful,  it  gave  no  indication  how 
the  personnel  of  a  hospital  clinical  laboratory  performed  as  judges.  Second,  it 
did  not  tell  what  differences  existed  between  judges.  And  third,  it  provided  no 
data  concerning  the  effect  of  clinically  obtained  blood  samples. 

The  second  study  supplemented  the  first  and  had  the  following  characteristics: 
(1)  the  judges  were  personnel  assigned  to  a  hospital  clinical  laboratory,  (2)  each 
judge  rated  each  reacted  sample,  and  (3)  blood  samples  from  a  nonsmoker,  a  normal 
smoker,  and  an  autopsy  (cause  of  death  -  carbon  monoxide  poisoning)  were  used. 
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Progyfore 


The  experimental  design  had  10  judges  rate  each  of  four  reacted  samples  cov¬ 
ering  the  range  from  0  to  3556  saturation. 

The  three  sources  of  blood  provided  four  different  saturations.  The  Van  Slyke 
volumetric  determination  of  the  nonsmoker's  blood  failed  to  show  any  carbon  monoxide 
present.  The  Van  Slyke  determination  of  the  normal  smoker's  blood  gave  a  reading  of 
8%  saturation,  while  the  same  analysis  of  the  autopsy  blood  showed  it  to  be  75%  satu¬ 
rated.  One  sample  of  the  autopsy  blood  was  diluted  50%  so  that  the  effective  satu¬ 
ration  was  35%,  and  a  second  sample  was  diluted  75%  resulting  in  an  effective  satura¬ 
tion  of  18%.  Thus,  the  samples  judged  had  0,  8,  18  and  35%  carbon  monoxide  saturation. 

As  in  the  first  study,  the  experimenter  carried  out  all  the  reactions.  He  did 
the  volumetric  Van  Slykes,  diluted  the  blood  where  necessary,  and  performed  the  pal¬ 
ladium  precipitation  test.  Only  one  sample  of  each  saturation  was  reacted,  and  all 
judges  rated  the  same  four  reacted  samples. 

Ten  of  the  officer,  enlisted  and  civilian  personnel  at  the  hospital  clinical 
laboratory,  Wright -Ratterson  Air  Force  Base,  volunteered  to  make  jud@nents.  Some 
specialized  in  clinical  laboratory  work;  however,  others  specialized  in  clinical 
chemistry,  hematology,  and  the  like. 

The  judgments  were  made  in  the  same  manner  as  in  the  first  study.  Forty  ratings, 
plus  four  ratings  by  an  11th,  color  blind  judge,  were  gathered. 

Results 

The  first  analysis  concerned  the  possible  relation  between  the  average  rating 
and  the  variability  of  the  ratings.  For  this  analysis,  the  variance  of  the  10  rat¬ 
ings  for  each  reacted  sample  was  computed.  The  ratings  for  the  35%  saturation 
sample  were  much  more  variable  than  those  for  the  other  three  samples.  The  statisti¬ 
cal  test,  a  Bartlett's  test,  indicated  such  results  would  happen  less  than  one  time 
in  100  by  chance  alone.  This  finding  supports  the  hypothesis  that  the  variability 
of  the  ratings  increases  with  their  average.  However,  the  conmon  transformations  sug¬ 
gested  by  the  first  study  failed  to  remedy  the  situation,  ans  this  implies  that  some 
other  factor  may  be  responsible.  Inspection  of  the  ratings  for  the  35%  sample  reveal 
that  most  of  the  variability  is  due  to  two  judges  who  rated  the  sample  as  20  and  25%. 

The  variance  of  the  untransformed  ratings  was  analyzed  and  the  results  are  sum¬ 
marized  in  Table  B.  Three  important  results  appear:  (1)  the  error  mean  square  is 
cooiparable  to  that  from  the  first  study,  (2)  no  gross  differences  between  judges 
appear,  and  (3)  the  saturations  mean  square  is  nearly  195  times  the  error  mean  square. 
Apparently,  the  laboratory  people  are  as  accurate  as  the  non-laboratory  personnel 
used  in  the  first  study.  Also,  one  laboratory  judge  is  about  as  accurate  as  the  next 
in  spite  of  the  two  lew  ratings  made  for  the  35#  sample.  In  view  of  the  relative 
magnitude  of  the  saturations  mean  square,  it  is  not  surprising  to  find  the  reliability 
▼sry  high  (0.95 )•  Finally,  there  are  four  usable  categories  in  the  ratings  —  slight¬ 
ly  more  than  found  in  the  initial  study  (4*51  compared  with  3*46 )•  The  ratings  by  the 

color  blind  judge  are  indistinguishable  from  those  of  the  normal  judges. 
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TABLE  B 

A  STOfiARY  07  THE  ANALYSIS  07  VARIANCE 
USING  THE  RATINGS  OBTAINED  IN  ECPERIMBIT  2 


SOURCE  SUM  07  SQUARES 

d.f.* 

7  RATIO 

Percent  CO 
Saturation 

5  815-5 

3 

1  938.5 

194-6 

Differences 
Between  Judges 

127-4 

9 

14.2 

1.42 

Error 

269.O 

27 

9.96 

Total 

6  211.9 

39 

*  Note*  This  is  an  abbreviation  for  degrees  of  freedom.  The  mean 
square  is  the  quotient  of  the  sum  of  squares  divided  by 
the  degrees  of  freedom. 


Conclusions 

The  second  experiment  offers  no  conclusive  evidence  that  the  ratings  are 
more  variable  with  samples  of  higher  percents  saturation.  The  lack  of  hcemgenie- 
ty  of  the  variances  seems  due  to  one  or  so  values  rather  than  to  a  consistent 
trend.  On  the  other  hand,  there  is  no  definite  evidence  that  such  a  relationship 
does  not  exist. 

In  general,  the  judgments  per  se  seem  little  influenced  by  the  type  of  judge, 
the  individual  judge,  or  the  type  of  blood  sample  used.  Also,  the  fact  that  there 
are  four  usable  categories  in  the  ratings  is  evidenced  in  the  ratings  themselves. 
Not  one  judge  confused  the  smoker's  blood  with  the  nonsmoker's,  nor  any  one  sample 
with  any  other  sample. 


EXPERIMENT  3 
(Phase  III) 

In  view  of  the  fine  results  of  the  first  two  experiments,  a  third  was  under¬ 
taken  which  investigated  the  ability  of  clinical  laboratory  personnel  to  perform 
the  reactions  and  to  make  the  judgments .  This  study  tested  whether  laboratory 
personnel  differed  from  one  another  when  performing  both  phases  of  the  test,  and 
whether  these  people  became  more  skillful  during  the  course  of  performing  four  re¬ 
actions  and  Judgnents.  These  features  required  a  more  complicated  experimental 
design,  but  seemed  important  enough  to  justify  the  effort. 
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In  addition*  the  third  experiment  studied  the  possible  relation  between  the 
average  rating  and  the  variability  of  the  ratings.  The  four  saturations  used  in 
the  experiment  were  selected  on  the  hypothesis  that  the  variance  and  the  mean  were 
linearly  related  (that  is.  the  saturations  were  equally  spaced  along  a  logarithmic 
scale  of  saturations).  Although  not  a  full  test  of  the  hypothesis  that  the  ratings 
were  more  variable  with  the  higher  saturations*  the  selection  of  the  four  satura¬ 
tions  did  permit  a  prediction  concerning  the  reliability  of  the  ratings*  The  set  of 
saturations  selected  should  yield  a  reliability  of  0*92  to  0*95  if  (a)  the  errors 
introduced  by  the  performance  of  the  reaction  are  small  in  comparison  with  those  due 
to  the  judgments,  and  (b)  the  variances  of  the  ratings  increase  proportionally  with 
the  average  rating.  Condition  (a)  was  assumed  during  the  previous  studies*  and  con¬ 
dition  (b)  was  still  in  doubt. 

Procedure 

Two  different  four-by-four  Latin  Square  designs  were  used  in  the  third  study. 

The  Latin  Square  design  is  used  widely  in  agricultural  and  biological  research  where 
practical  considerations  restrict  the  experimenter  (1*  p.  103).  The  total  variance 
is  broken  into  four  parts:  one  attributable  to  the  random  errors,  another  to  the 
"treatments, ■  a  third  to  the  "rows,"  and  the  last  to  the  "columns."  The  design  re¬ 
quires  that  each  treatment  appear  once  and  only  once  in  each  row  and  each  column,  so 
that  there  are  as  many  rows  as  columns  as  treatments. 

In  the  present  study,  the  rows  of  the  Latin  Squares  represented  the  different 
laboratory  personnel  serving  as  subjects.  There  were  four  rows  in  each  square,  hence 
a  total  of  eight  persons  served  in  the  experiment.  The  columns  represented  the  order 
in  which  the  samples  were  reacted  and  judged.  There  were  four  columns  and  each  satu¬ 
ration  was  reacted  and  judged  first  by  one  judge  in  each  square,  second  by  another 
judge  in  each  square,  and  so  forth.  Four  different  percents  saturation  were  the 
treatments.  Since  each  saturation  was  reacted  and  judged  once  by  each  judge  in  each 
square,  there  were  eight  different  ratings  of  each.  The  particular  squares  used  were 
selected  randomly  from  the  many  ones  possible  (1). 

The  blood  samples  were  produced  by  diluting  saturated  transfusion  blood  either 
with  water  or  less  saturated  transfusion  blood.  The  actual  percents  saturation  were 
not  made  known  to  the  experimenter.  The  four  saturations  were  to  be  1.6,  4*0,  10.1 
and  35.32;  however,  errors  undoubtedly  occurred  in  the  dilution  process,  since  the 
Van  Slyke  volumetric  determinations  subsequently  done  by  the  experimenter  found  the 
following  saturations:  negligible,  3.0,  10*3  and  2 4.856.  One  sample  of  each  satura¬ 
tion  was  given  to  the  subject  in  a  clean,  stoppered  test  tube  identified  only  by  a 
small  label  containing  a  code  number. 

The  subjects  in  this  study  were  at  the  same  clinical  laboratory  that  assisted 
in  the  second  experiment  and  most  of  the  people  in  the  third  also  served  in  the  sec¬ 
ond.  The  rows  of  the  Latin  Squares  were  numbered  from  1  to  8  and  arranged  in  a 
random  permutation.  Subjects  were  assigned  a  member  of  this  permutation  in  order  of 
appearance.  In  addition  to  having  made  judgnents  previously,  most  of  the  subjects 
had  seen  the  experimenter  perform  a  sample  reaction  at  the  time  of  the  second  experi¬ 
ment.  Seme  of  the  subjects  watched  the  experimenter  perform  a  second  reaction  just 
before  they  themselves  started  on  their  first  reaction.  Finally,  all  subjects  were 
given  a  typed  series  of  instructions  that  outlined  the  steps  in  the  experiment. 
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Immediately  after  demonstrating  the  reaction,  the  experimenter  turned  the 
samples,  instruction  sheets*  and  report  slips  over  to  the  officer  in  charge  of 
the  laboratory*  who  then  supervised  the  study  without  further  aid  from  the  ex¬ 
perimenter.  Bach  subject  reacted  and  judged  one  sample  at  a  time.  Upon  report¬ 
ing  his  or  her  results  to  the  officer  in  charge,  the  next  sample  was  given  out. 
The  judgments  were  the  same  as  in  the  previous  study. 

Results 

The  third  study  indicates  that  there  is  no  relation  between  the  variabili¬ 
ty  of  the  ratings  and  the  saturation  of  the  sample.  The  trend  in  the  first  two 
studies  appears  slightly  reversed,  and  the  statistical  test  comparing  the  vari¬ 
ance  of  the  ratings  for  each  saturation  is  not  significant. 

Next,  the  variance  of  the  32  ratings  obtained  was  analyzed  by  a  complicated, 
but  standard  procedure  that  combined  the  results  of  the  two  Latin  Squares  and 
provided  more  stable  estimates  of  the  several  variances.  Table  C  summarizes  the 
results*  (1)  the  subjects  did  not  change  in  skill  as  they  proceeded  from  one 
sample  to  the  next  (the  order  mean  square  is  less  than  the  error  mean  square); 

(2)  no  true  differences  between  judges  appear  (the  subjects  mean  square  is  barely 
twice  the  error  mean  square);  and  (3)  the  errors  appear  smaller  in  variability 
than  those  found  in  the  first  two  studies. 


TABLE  C 


A  SUMMARY  OF  THE  ANALYSIS  OF  VARIANCE 
USING  THE  RATINGS  OBTAINED  IN  EXPERIMENT  3 


SOURCE 

SOM  OF  SQUARES 

d.f.* 

MEAN  SQUARE 

F  RATIO 

Srtwr  of 
ffiCTBBCg 

1&4 

2 

.46 

Sub  loots  (total) 

1 

6.36 

1.96 

Subjects 

434 

6 

Squares 

1.1 

l 

Percents  CO 
Saturation 

2J52A 

3 

21L23 

282.3 

Error  (total) 

IS 

3.2s 

Deviations 

39 .5 

12 

Treat  x  Sq. 

17.6 

3 

Col.  x  Sq. 

1.4 

3 

Total  2  856.9  31 


•  This  is  an  abbreviation  for  degrees  of  freedom.  The  mean  square  is  the 
quotient  of  the  sum  of  squares  divided  by  the  degrees  of  freedom. _ 
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The  reliability  coefficient  vac  somewhat  higher  than  anticipated*  for  it 
turned  out  to  be  0.97-  There  were  aiz  uaable  categories  (6.03  to  be  exact)  in 
the  ratings.  This  is  an  interesting  finding,  for  the  saturations  in  the  third 
study  ranged  from  1  to  2$%  while  those  in  the  other  studies  ranged  from  1  to 
400.  As  before*  the  average  rating  agreed  veil  with  the  Van  Slyke  determination, 
for  the  averages  vers  1*4.  4*0*  13*4  and  25.10. 

gfffliU+l  9M 

The  greater  reliability  in  the  final  study  appears  due  to  a  decrease  in 
errors  at  all  saturations  rather  than  to  the  selection  of  particular  saturations. 
In  other  words*  the  hypothesis  that  the  means  and  variances  are  related  is  not 
acceptable  even  though  the  reliability  coefficient  is  very  high. 

The  higher  reliability  in  this  last  study  could  be  explained  several  ways. 

It  is  possible  that  the  judgments  are  more  accurate  vhen  the  personnel  do  the 
reactions  themselves.  However*  it  is  more  probable  that  the  particular  judges 
selected  in  this  study  were  more  skillful  at  the  beginning  of  the  last  study 
than  at  the  start  of  the  second  because  of  the  experience  they  received  in  the 
second  experiment.  Nevertheless,  one  fact  is  apparent:  the  amount  of  training 
obtained  in  this  way  certainly  was  not  very  extensive. 


EVALUATION 


The  three  experiments  show  that  the  judgments  are  exceptionally  reliable  and 
are  more  influenced  by  the  saturations  than  by  errors.  Second,  there  are  enough 
uaable  categories  in  the  test  to  warrant  its  use  as  a  screening  device.  Third, 
the  judges  do  not  differ  appreciably  from  one  another:  the  typical  clinical  lab¬ 
oratory  personnel  are  about  as  accurate  as  one  another  in  performing  the  reac¬ 
tions  and  in  making  the  judgments. 
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